Each support bolt must withstand 120 lbs. of shear load and 400 lbs. of withdrawal force. Floor must support a weight of approx. 500 lbs. Partition should be strut-braced to trusses at top to prevent movement.

Inset 2"x 8" solid wood board into studs as shown and butt into outer studs. Nail all securely.